
ASSEMBLY INSTRUCTION

Back Support

Description Article number
Back Support, Gemino 30/30M Models, Gemino 20/20M 	 	 9012220

Back Support, Gemino 30S Models, Gemino 20S 9012221
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Torque Setting:
3Nm+/-10%

RHS

3 mm

8 mm

RHS

4x

LHS

3 mm3 mm

3 mm 8 mm 2X 2X1X
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LHS

8 mm

3 mm

Torque Setting:
3Nm+/-10%
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